A whole blood control for blood count analysers, and source material for an external quality assessment scheme.
An inexpensive and simple to prepare stable whole blood control material for blood count analysers has been evaluated. The material has been used for an external quality assessment scheme for 3 years, and during part of this period as a calibrant for two aperture impedance devices.